INTRODUCTION
Thoracoabdominal aortic aneurysms (TAAA) present special challenges for repair due to their extent, their distinctive pathology, and the fact that they typically cross the ostia of one or more visceral branch vessels. TAAA patients frequently have significant coexisting medical conditions -including hypertension (a prevalence of ≥ 80% at baseline in most clinical trials of TAAA repair), coronary artery disease, chronic obstructive pulmonary disease (COPD), congestive heart failure, cerebrovascular occlusive disease, and peripheral arterial disease -that can reduce their fitness for surgery, increasing the risk of peri-and post-procedural mortality and serious morbidity. 1, 2 Historically, the established treatment for TAAA was open surgical repair, with the first procedure reported in 1955. 3 Endovascular repair of TAAA with fenestrated and/or branched endografts, which has been studied since the beginning of the current century as a means of mechanical aneurysm exclusion, 4, 5 evolved from the practice of endovascular repair of TAA, which was pioneered in the mid 1990s. 6 The more recently developed Multilayer Flow Modulator (MFM) (Cardiatis, Isnes, Belgium) is a distinct endovascular intervention strategy that employs physiological and hemodynamic principles with the aim of reducing shear stress on the aortic wall, stabilizing the aneurysm, and laminating blood flow.
OPEN REPAIR OF TAAA
Beginning in the 1980s, classical open repair of TAAA included a clamp-and-sew approach (usually without distal perfusion), routine cerebrospinal fluid (CSF) drainage, aggressive intercostal reimplantation, regional hypothermia for spinal cord protection, infusion of hypothermic renal preservation fluid, and in-line mesenteric shunting. 7 Although this open-repair approach was found over time to be generally effective and durable in treating aneurysms and preventing rupture, it also involved serious risks of early mortality and morbidity. 8, 9 A modified surgical approach for type I to type III TAAA -sometimes referred to as the collateral network concept -includes routine use of distal aortic perfusion via left atrial to femoral bypass, motor evoked potential monitoring, and only selective intercostal reimplantation as indicated. 7, 10 The key issues in open repair of TAAA are related to protection of the lower body organs while the aorta is cross-clamped and to the methods to be used for reattaching the visceral arteries (SMA, celiac axis, and renal arteries). 11 In addition to perioperative mortality, the serious complications most commonly associated with open surgical repair of TAAA include renal failure, spinal cord ischemia (SCI), COPD, stroke, and myocardial infarction (MI). Depending in part on definitional criteria, the reported incidence of renal dysfunction after open TAAA repair ranges from 4% to 40%. 10, 12 The pathophysiology of the renal dysfunction is understood to be multifactorial, but including the release of cytokines and other inflammatory mediators resulting from ischemia during aortic cross-clamping above the mesenteric and renal arteries.
1 SCI is usually diagnosed within the first postoperative day and almost always within the first week, with the etiology including elevation of intrathecal pressure and spinal hypoperfusion, with the viability of spinal cord cells dependent on arteries arising from the low intercostal or lumbar territory that may be temporarily or permanently excluded during TAAA surgery. Current estimates of the incidence of SCI after open TAAA repair range from 2 to 20%. 1, 13, 14 Because type I and type II TAAA involve most of the descending thoracic aorta, they are associated with the greatest risk for SCI -odds ratios of 27 for type I and 39 for type II. 15 Reporting of pulmonary complications, which are common after open repair of TAAA, is also subject to variation in terms of categorization. 1 In a study of pulmonary complications in 219 cases of open surgical repair for TAAA (n = 140) and TAA (n = 79), adverse perioperative outcomes included hospital death in 21 (5.9%), stroke in 13 (5.9%, 5 of whom died), and respiratory complications with prolonged postoperative ventilation in 60 (27%), with 24 (11%) requiring tracheostomy. 16 It is said that the only relatively surefire strategies for preventing lung complications during TAAA repair are the avoidance of incisions that might lead to pain-induced respiratory dysfunction and the elimination of general anesthesia -conditions that can potentially be met with endovascular repair.
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A long-standing benchmark for morbidity and mortality in open TAAA surgery was established by the 1993 report of experience with 1509 patients at the pioneering Baylor College of Medicine (Houston, Texas) -including a 30-day survival rate of 92%, a 16% incidence of SCI (paraplegia or paraparesis), and kidney failure occurring in 18% of patients (9% requiring dialysis). 17 However, an analysis on the US Nationwide Inpatient Sample database from 1988 to 1998 found a 22.3% rate of operative mortality for elective open repair of TAAA in 1542 cases, with overall postoperative complication rates over 50%. 18 In a meta-analysis of 7833 cases of open repair of TAAA performed between 2000 and 2010, the rate of 30-day mortality was 7%, SCI was 7.5%, renal failure was 19%, and pulmonary dysfunction was 36%.
The incidence of the surgical complications has decreased over time along with the improvements in open surgical approach, with the best rates achieved at experienced high-volume centers. 
ENDOVASCULAR REPAIR OF TAAA WITH FENESTRATED AND/OR BRANCHED ENDOGRAFTS
Compared to open surgery, endovascular repair of TAAA avoids major thoracoabdominal incisions and aortic cross-clamping and allows limitation of blood loss, perioperative pain, and respirator dependency, potentially reducing the incidence of visceral, renal, and spinal cord ischemia. 15 Endovascular repair of aneurysms in the thoracic aorta has extended treatment applicability to many patients who would be unfit for open surgery while at the same time significantly reducing periprocedural and short-term mortality and yielding comparable midterm outcomes. 21, 22 At the same time, significant costs and long manufacturing delays are involved with the device customization for TAAA repair, and the need for advanced endovascular experience and skills has meant that optimal outcomes are only achievable at high-volume specialist centers.
Adapting endograft technology for treatment of TAAA
Endovascular treatment of TAAA entails the challenge of preserving the branch vessels, particularly any visceral and renal arteries that will be covered by the endograft. The common strategy has been to create modular endografts with configurations that allow openings to and connections with the "target" branch vessels that will be involved. 4 Fenestrated endografts are constructed with reinforced fenestrations (window openings), through which balloon-expandable or self-expanding covered ("bridging") stents can be extended into target branch vessels -with the proximal end of the covered stent flared at the fenestration to create a seal. Sometimes the fenestrations are scalloped openings in the proximal or distal edge of the endograft fabric that are designed to allow incorporation of segments of the visceral arteries into the proximal or distal sealing zones. As an alternative to the construction with fenestrations, the endografts can be custom-made with dedicated side-branch cuffs directly attached. From the cuffs, balloon-expandable or self-expanding covered bridging stents can then be extended into the target branch vessels. The covered stents deployed in the side branches in fenestrated endovascular aortic repair (FEVAR) or branched endovascular aortic repair (BEVAR) can be further reinforced with self-expanding or balloon-expandable bare metal ("re-lining") stents to prevent kinking.
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Fenestrations are generally preferred for right-angle take-off of visceral arteries; side-branch cuffs are usually preferred with larger aortic diameters and when target branch vessels have a downward path. 24 In many cases of endovascular treatment of complex TAAA, the endografts that are employed include both fenestrations and branches. 24 Fenestrated endografts were initially used to treat juxtarenal aortic aneurysms (JRAA) with short infrarenal necks. 25, 26 With the development of bridging stent graft technology, the use of fenestrated endografts was extended to cover pararenal aortic aneurysms (PRAA) and type IV TAAA and eventually types I, II, and III TAAA.
27,28
Fenestrated and/or branched endografts for the treatment of TAAA are currently sourced in three different ways. (1) Sometimes, physicians will themselves modify existing TAA or AAA endografts, making fenestrations and/or adding side-branch cuffs specific to the anatomy of particular TAAA patients. (2) Some device companies market endografts that can be custom-manufactured with fenestrations and/or cuffs based on individual patient measurements from high-resolution CT scans of the entire chest, abdomen, and pelvis, with the manufacture requiring as long as 10 weeks. (3) Most recently, for "off-the-shelf" use, some companies are manufacturing endografts with prefabricated fenestrations and/or branch cuffs that may be suitable for the anatomical distribution of renal and visceral branch vessels in 60% to 80% of cases.
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Outcomes of fenestrated and/or branched endovascular repair of TAAA Outcomes in studies of fenestrated and/or branched endovascular repair include early all-cause mortality and morbidity rates calculated perioperatively and up to and including postoperative day 30. At and after 1 year, mortality and morbidity are commonly assessed by Kaplan-Meier life-table analysis. Technical/procedural success is conventionally defined as successful deployment of the endograft in the intended anatomic position and completion of the procedure with no type I or III endoleaks and without the need for a secondary intervention (including conversion to open surgery) within a defined time period. In addition to these endpoints, reported complications include device migration (also unique to endovascular repair), branch vessel occlusion, rupture, aortic dissection, SCI, renal failure, respiratory failure, and MI. Performance assessments can include branch vessel patency and change in aneurysm diameter.
Rates reported for type I and III endoleak in studies of endovascular TAAA repair generally range from 0 to 20%. 30 As with open repair of TAAA, the postoperative complications of greatest concern in endovascular repair are renal failure and SCI. The reported incidence of postoperative renal insufficiency ranges as high as 33% in studies of endovascular TAAA repair. 31 Postoperative renal impairment has been associated with comorbid peripheral arterial disease, long-lasting procedures, repair of complex and extensive TAAA, and the presence of thrombus at the level of the visceral arteries. 32 Renal injury after TAAA repair with relatively stiff and noncompliant fenestrated and/or branched covered stent grafts has been associated with a postimplantation systemic inflammatory reaction involving leukocytosis and thrombocytopenia. 33 Current estimates of the incidence of SCI after endovascular TAAA repair range as high as 30%. 1, 15, [34] [35] [36] As with open repair, type I and type II TAAA are associated with the greatest risk for SCI -odds ratios of 20 for type I and 14 for type II.
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The incidence of SCI has been linked to the extent of coverage of intercostal and lumbar arteries and as well to the duration of the procedure. Measures employed for reducing the risk of SCI during fenestrated and/ or branched endovascular TAAA repair -aimed at preserving perfusion by augmenting cardiac function and reducing CSF pressure -include CSF drainage (in patients with type I, II, and III TAAA), use of a temporary perfusion branch (to maintain blood circulation in the aneurysm sac for a period of time), and staging of the entire procedure so that the insertion of bridging covered stents to the visceral arteries is performed secondarily, a few days after the initial placement of the main aortic endograft. 23, 24, 32 mortality was 6.7%, in-hospital mortality was 10.1%, and the 30-day rate of combined mortality and severe complications was 22.0%. Complications included severe renal insufficiency in 5.6% and aneurysm-related reintervention in 11.6%. SCI developed in 11 (4.1%) patients overall and in 7 (16.6%) of the 42 patients with type I (n = 2), type II (n = 16), or type III (n = 24) TAAA (hazard ratio 15.96). SCI was associated with in-hospital mortality with a hazard ratio of 9.46. As the most frequent cause of death was multiorgan failure, the authors noted the need for investigation into the role of inflammatory response to the exclusion in large aortic segments.
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THE MFM ALTERNATIVE FOR TREATMENT OF TAAA
A distinct endovascular intervention strategy for TAAA repair is implantation of the Multilayer Flow Modulator (MFM) (Cardiatis, Isnes, Belgium). The MFM is an off-the-shelf uncovered self-expanding stent with three-dimensional wire layering designed to modulate blood flow dynamics to thrombose, stabilize, and support remodeling of the aneurysm sac, while reducing shear stress on the aortic wall and buffering against the risk of rupture at the most vulnerable points. 37, 38 In contrast with the relative stiffness and noncompliance of covered stent grafts, the open architecture of the MFM can promote more rapid and complete re-endothelialization and integration with and healing recovery of the vessel wall, limiting the potential for the postimplantation systemic inflammatory reaction noted after fenestrated and/or branched endograft repair. 33, 39 As blood flows through the wire layering and exits at the outermost layer of the device, it is organized into a laminar flow channel for perfusion of branch vessels, without the need for the extra steps involved in cannulation and placement of bridging stent grafts (with any pre-existing occlusion or stenosis in the branch vessels having been treated before the MFM implantation). 37 Where there is no branch involvement, with the elimination of the dynamic shear vortex within the aneurysm, the flow is redirected along the aortic wall in the same direction as the systemic pressure. Thus as a consequence of the flow modulation promoted by the porosity of the three-dimensional braided mesh, perfusion can be more readily maintained for the visceral and renal arteries and the spinal cord, and the potential for renal function impairment and SCI can be greatly reduced.
Initial outcomes with MFM treatment of TAAA
Among studies of MFM treatment for TAAA are a prospective multicenter French trial, 40,41 a prospective single-center Moroccan registry, 42 and an independent global MFM registry. 43, 44 Table 3 summarizes perioperative, midterm, and (in the multicenter trial) long-term outcomes for the patients in these studies. These patients had extensive aortic pathology and significant comorbidities, all were considered to be at high surgical risk (most were ASA class 3 or 4), and many were also contraindicated for fenestrated and/or branched endograft repair. The MFM treatment in these patients involved coverage of multiple branch vessels. Notwithstanding the relatively small numbers of patients in these initial studies with the MFM, the outcomes summarized in Table 3 compare favorably with those for open and fenestrated and/or branched repair of TAAA -high rates of technical success and branch vessel patency, with very limited rates of the serious complications that have been most prevalent following treatment with the other modalities.
Outcome data are available out to 4 years for the STRATO trial, in which 23 patients (mean age 75.8 years, 19 men) with type II (43.5%) and III (56.5%) TAAA (mean diameter 6.5 cm) were treated between April 2010 and February 2011 at 10 centers in France. 40, 41 Patient comorbidities included hypertension in 87%, peripheral artery disease in 56.5%, and coronary artery disease in 26.1%, and 65.2% had undergone previous aortic interventions. There was no in-hospital or 30-day mortality; none of the 11 deaths that occurred through 4 years of follow-up were confirmed as being aneurysm related. Through 4 years, there were no reported cases of SCI, confirmed aneurysm rupture, device migration or fracture, or respiratory, renal, or peripheral complications (Table 3) . Through 4 years, reinterventions were performed for 11 patients (for type I or III endoleak in 10). Patency was achieved for 96.4% (53/55) of target branch vessels at 1 year; secondary patency at 1 year was 100% after successful surgical intervention on 2 occluded vessels in 1 patient who was not given dual antiplatelet therapy but only aspirin. Patency was then 100% (32/32) at 2 years, 96.6% (28/29) at 3 years, and 100% (9/9) at 4 years. Aneurysm sac thrombosis and successful reduction of residual aneurysm flow was achieved for 75.0% (15/20) at 1 year, 92.3% (12/13) at 2 years, 90.9% (10/11) at 3 years, and 75.0% (3/4) at 4 years.
In the Moroccan registry, 18 patients (mean age 61.1 years, 16 men) with TAAA (n = 10, mean diameter 74.4 mm) and AAA (n = 8, mean diameter 67.8 mm) were treated with the MFM between June 2009 and September 2012. 42 The AAA were aorto-bi-iliac in 6 patients and juxtarenal in 5. Patient comorbidities included 9 with coronary artery disease, 7 with diabetes mellitus, and 6 each with respiratory insufficiency, hypertension, dyslipidemia, and peripheral artery disease. Two of the patients entered the study with surgical interventions prescheduled for peripheral artery disease. During mean follow-up of 13.4 months, 3 patients died, with the cause of death unrelated in 2 and undetermined in 1. There were no cases of SCI, rupture, or device migration, kinking, or fracture, and there was no renal impairment associated with the MFM implantation ( Table 3 ). The only reintervention was implantation of an additional MFM device at 5 years after the index procedure in a young patient with a type I endoleak that was considered to be possibly due to natural growth of the aorta. No other endoleaks were observed. All 61 covered branch vessels remained patent through the follow-up. Among 9 TAAA patients with at least 6 months follow-up, aneurysm thrombosis was complete in 4 and partial in 5 (with residual aneurysm flow approximately 25% in 3, 65% in 1, and 75% in 1). Aneurysm thrombosis was complete for all 6 AAA patients with at least 6 months follow-up.
In 2014 Sultan et al. reported early midterm outcomes for the first 103 patients treated under the device instructions for use (IFU) beginning in August 2010 in a global MFM registry comprising 380 cases overall. 43, 44 The indications in the 103 patients (mean age 69.2 years), who were treated on a compassionate basis, included 75 TAAA, 7 arch aneurysms, 15 suprarenal AAA, and 6 type B dissections (Table 3) . There was no 30-day mortality or visceral or renal insult. Through mean follow-up of 11.6±3.31 months, there was no aneurysm rupture and no stent fracture. There were 2 cases (1.9%) of hemorrhagic stroke, both resulting in death. The rate of SCI was 0.99%, with the only case occurring at 30 days as a complication of surgical conversion to correct for proximal infolding of the index MFM. There were 11 endovascular reinterventions, all of which involved successful implantation of an additional MFM to correct for retraction of the index MFM back into the aneurysm sac due to stent foreshortening, and 1 surgical reintervention to treat progression of atherosclerotic disease distal to the MFM implantation. At 1 year, 95.3% of 378 target branch vessels were patent. Overall, aneurysm sac remodeling was demonstrated as the ratio of thrombus to total volume stayed almost constant over 1 year while the ratio of aneurysm flow volume to total volume fell.
Important considerations in MFM treatment of TAAA
It is useful to note that because the MFM is not a covered stent but rather permits porosity in the range of 65%, the only endoleak categories that apply to its use are types I (failure mode I, due to incomplete or ineffective sealing at either the proximal or distal end of the stented segment) and III (failure mode II, due to inadequate overlapping of multiple devices). As consistently noted in the published reports on the initial MFM studies that are summarized here, most of the type I and III endoleaks detected periprocedurally and during follow-up were adjudicated as being due to poor compliance with the device IFU -in terms of the adequacy of proximal or distal device landing zones and overlap zones or the correct procedure for overlapping devices (the smaller device should be deployed before the bigger one in an overlap situation). [40] [41] [42] Endoleaks as well as instances of device migration were also due to the failure during implantation to take into account the potential for foreshortening due to the interwoven design of the MFM and to perform the implantation at a slow enough pace to allow the device to achieve its natural compliance. [42] [43] [44] [45] [46] Data have not yet been published on outcomes with a new generation of the MFM with flared ends designed to promote aortic wall adherence and reduce the risk of leak at the proximal and distal landing zones.
The point that there is clear potential for improvement in the promising initial results with the MFM by way of more thoroughgoing compliance with the IFU is underscored by a subgroup analysis from the global MFM registry 45 (38 patients treated outside the IFU) and a systematic review of 15 articles covering 171 MFM patients. 46 The systematic review identified a total of 39 patients treated outside the IFU, 10 of whom had presented with the contraindication of rupture. For these 39 patients, 1-year aneurysm-related survival was 38.0%±9.0%, compared to 93.3%±2.79% for the 132 patients treated within the IFU (p < 0.001).
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Overall in the systematic review, in a total of 449 target branch vessels, the patency rate was 97.8%. 46 Regarding the other key MFM performance endpoint, complete or partial aneurysm thrombosis was reported in 68 cases in the systematic review, all cases performed within the IFU, whereas there was sac expansion with no stabilization or shrinkage in all of the 38 cases performed outside the IFU in the registry substudy. 45 Studies with the MFM reported to date, then, suggest that the device can be considered safe and effective when used in compliance with the IFU. Of note in the initial MFM studies under consideration is the near perfect achievement of target branch vessel patency and the near complete absence of complications such as rupture, SCI, and renal failure. 46 Of course, longer-term trials in larger populations will be required to fully establish the MFM alternative for TAAA repair, as is the case for the newer off-the-shelf fenestrated and/or branched technologies.
Two cases of TAAA repair with the MFM One-year follow-up of a type II TAAA treated with the MFM A 71-year-old patient presenting with a type II TAAA was asymptomatic. The patient was on Coumadin therapy for atrial fibrillation. The patient was implanted with two MFM devices each 150 cm in length, covering all visceral branch arteries and both renal arteries. Control CT scans 1 year after the MFM implantation ( Figure 1) showed a stable aneurysm diameter, although because of the anticoagulation therapy, there was no thrombus formation. All covered branch arteries remained patent during follow-up. The patient remained on dual antiplatelet therapy.
Three-year follow-up of an 8-cm Taaa TreaTed wiTh 4 mfm devices
An 84-year-old female patient presented with an 8-cm TAAA (Figure 2) . The patient was implanted with four MFM devices each 150 cm to 200 cm in length, covering all visceral branch arteries and both renal arteries. At 1-year follow-up, the aneurysm had increased 6 mm in diameter. At 3 years, the aneurysm diameter had been reduced to 7.5 cm ( Figure 2B) ; the diameter then remained stable. The branch arteries remained patent during follow-up, with the patient on antiplatelet monotherapy with aspirin. 
